Sinus blockages are a common reason for physician visits, affecting 1 out of 7 in the United States. Over 20 million cases of acute bacterial sinusitis become chronic and require medical treatment. Diagnosis in the primary care setting is challenging because symptom criteria (via detailed clinical history) plus objective imaging (CT or endoscopy) is recommended. Unfortunately, neither option is routinely available in primary care. Our previous work demonstrated that low-cost near infrared (NIR) transillumination instruments produced signals that correlated with the bulk findings of sinus opacity measured by CT. We have upgraded the technology, but questions remain such as finding the optimal arrangement of light sources, measuring the influence of specific anatomical structures, and determining detection limits. In order to begin addressing these questions, we have modeled NIR light propagation inside the adult human head using a mesh-based Monte Carlo algorithm (MMCLab) applied to a detailed anatomical head model constructed from CT images. In this application the sinus itself, which under healthy conditions is a void region (e.g., non-scattering), is the region of interest instead of an obstacle to other contrast mechanisms. We report preliminary simulations that characterize the changes in detected intensity due to clear (i.e., healthy) versus blocked sinuses. We also ran simulations for two of our clinical cases and compared results with the measurements. The simulations presented herein serve as a proof of concept that this approach could be used to understand contrast mechanisms and limitations of NIR imaging of the sinus cavities.
INTRODUCTION

The Problem of Sinusitis
In the United States, approximately one in seven people develop sinusitis (sinus infections) each year, and 20 million cases of acute bacterial sinusitis become chronic and require extensive medical treatment. It has been estimated that over $3 billion/year is spent on all sinusitis-related cases. [1] Chronic sinusitis generally evolves from a failure to accurately diagnose and treat acute cases. Primary care physicians are the first to diagnose and treat up to 87% of these cases. [1] However, diagnosing acute sinusitis in primary care settings is challenging because the symptoms are nonspecific and often overlap with many other conditions such as migraines or other headaches, allergic rhinitis, and other upper respiratory infections. Sinusitis is common and diagnosis is best made via a detailed clinical history from a trained physician. While guidelines for symptoms exist, they are difficult to enforce in practice, especially in the primary care setting. For this reason, symptomatic plus objective data is recommended to improve diagnosis, where objective data is obtained via radiographic or endoscopic imaging. [2] The challenge of diagnosing adult sinusitis in the primary care setting has led to an overuse of plain radiographs (i.e., 2D) and computed tomography (CT, i.e., 3D). Conventional radiography is often used as a diagnostic measure but requires a radiologist's reading and is not always available at the point of service (e.g. the primary care doctor's office). Studies have found that the symptom-based diagnosis alone often leads to over-treatment [3] and unnecessary clinical procedures. Symptoms alone do not necessarily correlate to disease detected by radiography [4, 5] and patient-based symptom reporting does not reliably correlate with CT findings. [6] Konen et al. noted that the sensitivity and specificity of plain radiography in the diagnosis of maxillary sinus abnormalities were 67.7% and 87.6%, respectively, with CT serving as the gold standard. [7] Due to its low sensitivity, a negative finding does not rule out sinusitis in many cases (~40%). While CT is the gold standard for Ear, Nose and Throat (ENT) specialists, CT cannot be a practical solution for the primary care environment due to its cost and potentially unnecessary radiation exposure. The impact of sinusitis under-management will only worsen as the future strain on health care system reduces physicians' time available for detailed patient examinations. For these reasons, there is a great need for a simple, low-cost office-based technique to aid in the diagnosis of sinusitis without the cost, inconvenience, or radiation risk of radiography or CT.
Optical Imaging in the Maxillary Sinuses
Optical imaging has been previously investigated as a means to detect sinus disease. [8, 9] Near infrared light (NIR), particularly in the 850 nm spectral range is well-known to penetrate deeply into tissues and conventional consumergrade cameras have adequate sensitivity in this spectral range. We have shown that simple light-emitting diode (LED) light sources placed inside the mouth and low resolution consumer-grade cameras can image crude anatomical features of the adult maxillary sinus that compare well with the bulk findings of CT. [8] Although the spatial resolution of the optical images was poor in relation to the CT, and specific anatomical features were obscured (e.g. thickness of the mucosa), the general features of the maxillary sinus such as high versus low opacity were clearly distinguished.
We have improved upon this design using upgraded light sources with higher power LEDs, improved light-tissue coupling and consumer-grade large-sensor digital cameras, while still maintaining a low-cost theme. A recent example of NIR optical imaging of the sinuses is provided in Figure 1 . A CT image slice of an adult subject is shown in the left panel. The bright white lines correspond to bone, the gray areas soft tissues, and the black regions are air or non-turbid fluids (i.e., void regions). For this patient, the left maxillary sinus is clear, as evidenced by the thin lining around the . The patient's right sinus is completely filled (i.e., high opacity). The corresponding NIR image (right panel) mirrors the opacity of the CT image. The light source, composed of 850nm LEDs, was placed inside the mouth to transilluminate the sinus. The bright aura around the mouth is due to source light leakage through the mouth. dark (i.e., air-filled) maxillary sinus cavity just below the eyes. However, the right maxillary sinus presents a significant blockage (i.e., gray colored). The corresponding NIR image for this patient (right panel of Figure 1 ) demonstrates significant transmitted intensity differences between the right and left maxillary sinuses. For this image, an illuminator consisting of four compact LEDs (850nm) was placed inside the mouth and pressed onto the hard palate in order to transilluminate the face. The picture was taken with an off-the-shelf digital camera with the IR blocking filter removed. Note that the NIR attenuation may be due to absorption or scattering debris and/or index of refraction changes (e.g., water vs air). The image quality is significantly improved from our previous report. [8] Although consumer-grade electronics continue to evolve, there will always be resolution/sensitivity limits based upon not only the diffuse nature of intense multiple scattering at NIR wavelengths, but also the complexity of the anatomy. An understanding of the relationship between the detected image, anatomical features and NIR illumination patterns is lacking.
Light Propagation Modeling in the Human Head
In order to better understand contrast origins of NIR optical imaging in the sinuses, we have modeled the propagation of NIR photons inside the adult human head. Our primary focus is to simulate what the camera detects by capturing photons that enter the head through the hard palate and exit through the face. Modeling light propagation in the human head is a challenging task because of both anatomic complexity and void regions. Simple models (e.g., semi-infinite or 2 layer models) would fail to capture the high degree of anatomical complexity of the human head, particularly in the facial regions. For this reason, mesh-based approaches are preferred in order to capture the anatomical complexity presented by conventional structural images (e.g., CT, MRI). Several mesh-based solvers exist, both commercial and academic, that can import 3D anatomical images and model NIR light propagation. Diffusion theory is widely implemented in mesh-based light transport modeling due to its relative simplicity and ability to capture the macroscopic features of NIR light propagation. However, void regions (i.e., regions without significant optical light scattering) present a challenge for NIR modeling with diffusion theory. The problem with void regions is that they fail to satisfy key tenets of diffusion theory, namely photon fluence must be quasi-isotropic (i.e., far from sources and boundaries) and that scattering must be significantly greater than absorption. Void regions are poorly modeled by diffusive NIR light transport models. Studies have noted some significant disagreements between diffusion theory and transport-based models that properly account for void or low-scattering regions. [10] [11] [12] For the case of sinus imaging, a clear sinus would be air-filled, and thus will have null scattering. Some have implemented diffusion theory in non-scattering regions by assigning very low scattering coefficients (~ 0.3 mm -1 ) to the void regions (e.g., cerebral spinal fluid layer). [13] Hybrid models combine diffusion theory to calculate bulk-features of the light transport with ray-tracing to propagate photons in the void regions. [12, [14] [15] [16] Transport theory, from which diffusion theory is derived, is a more generally accurate means to model NIR light transport in complex systems. [17, 18] Monte Carlo methods, particularly with Transport-based engines, can be applied.
We note that several research groups have determined the influence of the frontal sinus on measurements of the brain in the prefrontal cortex. [19] [20] [21] [22] [23] [24] [25] In these cases, the sinus is something to be avoided because it affects the measurement of frontal lobe hemodynamics. However in the case of sinus imaging, the void region is the source of the contrast. Specifically, we need to know the extent and contents of the void region.
Goal of this study
The goal of this study was to produce simulations of NIR light transport in the adult human head in order to understand the sensitivity of the optical imaging method applied to the maxillary sinuses. For example, if a small NIR intensity difference was observed between the right and left sinuses, how reliably could this indicate the presence of sinus disease? What effect might the configuration of the light sources in the illuminator have upon the detected image? Can the features commonly observed in the clinic be understood in terms of the anatomy of the head? A reliable model of light transport in the adult human head could be used to help answer these questions. We will demonstrate how this Monte Carlo approach could be used to answer all of these questions by providing proof-of-concept results.
MATERIALS AND METHODS
CT Scans of the Head
A list of the patients sampled for this study is provided in Table 1 . In order to serve as a control/standard for simulations, we used the publically-available Male dataset ('Adam') from the Visible Human Project (http://www.nlm.nih.gov/research/visible/; written permission was obtained from the National Library of Medicine). The CT data set of the head feature 1 mm slices with 512x512 pixels (12 bit gray scale), thus providing adequate sampling of the anatomy. Coronal CT images were selected. We also used other representative data (Patients #2 and #3) from our on-going clinical study. These patients provided written informed consent to provide their CT images and participate in the NIR Imaging study. The CT scans for these patients were similar but with fewer slices.
Generation of Anatomical Mesh
Image segmentation and mesh creation was performed using the version 1.12 "Nirview" tool (http://www.dartmouth.edu/~nir/nirfast/). [26, 27] Once the CT images were loaded and the distances/lengths were entered, three different regions (bone, soft tissues, and sinuses) were assigned based upon the differences in image intensity. Nirview was used to initiate the segmentation, which was subsequently manually adjusted to improve continuity. Only the front half of the head was considered in the rendered volume. The entire head anatomy was not needed as the majority of photons of interest will be confined to the facial areas (i.e., we are not interested in the brain or the back of the head). The anatomical mesh was then generated using 3 x 10 5 nodes and 1.5 x 10 6 tetrahedral elements. Region labels were recorded for each element. Optical properties were assigned to each region. We assigned values of absorption (µ a , mm -1 ), scattering (µ s , mm -1 ), scattering anisotropy (g) and index of refraction (n) to each region. The reduced scattering was defined as µ s ' = µ s (1-g). We do not anticipate sensitivity to g in soft tissues, thus a "standard" value of 0.9 was used. Optical properties near 850 nm assumed for these simulations are provided in Table 2 .
Mesh Monte Carlo
Light transport in the anatomical model was simulated using the open source tetrahedral mesh-based Monte Carlo package "MMCLAB" (http://mcx.sourceforge.net/cgi-bin/index.cgi?MMC/Doc/MMCLAB). [28] The MMCLAB code was interfaced through MATLAB. For adequate sampling a minimum of 10 5 photons were used, although most simulations used 10 6 photons. Source positions were added manually into the mesh. Because only a single light source could be used for each simulation, serial simulations were added together in order to simulate arrays of sources. Thus, the total number of photons launched in multi-source configurations was actually 10 6 times the number of sources unless otherwise specified. In order to simulate the detection of photons by a camera taking a picture of the face, we counted photons that crossed the face surface as "detected." We did not consider photon exit angles, but note that in clinic the camera is fairly close to the face (18 inches). Detected photons escape via the face and were assumed detected with perfect efficiency. The photon count maps on the mesh surface were linearly interpolated to produce smoother images. 
Clinical Prototype
The clinical imaging setup has been previously reported. [8] Briefly, a probe with embedded LED's (4 in an X-style pattern, 850nm) was inserted into the mouth. The new probe is soft and pliable and able to fit into the contour of the upper palate of the mouth. The entire probe is covered in a polyethylene bag to serve as a barrier for infection control. Once activated, the LED illuminates for 3s, during which time the camera takes a picture of the face at three different exposure times. The camera is a standard off-the-shelf digital SLR camera (Cannon EOS Rebel T3), with the IR blocking filter manually removed. The camera was focused on the face, at a fixed distance of 18 inches. Images from the red channel were used in this study -very few differences were observed between red blue and green channels for detection at 850nm. Further details about the imaging setup, as well as an analysis of over 100 patients will be presented in a forthcoming article. Table 2 . The virtual light sources were simulated by placing a series of individual light sources in a 7x5 grid onto the hard palate, as shown using the transverse CT image of the mouth (Panel B). The light was modeled to propagate up into the head in similar fashion to the clinical prototypes we have tested. The color corresponds to the logarithm of the number of photons exiting a given location on the face at a given location (scale bar on the right). We note that the simulation was run 35 times (one per source), each with 10 6 photons.
RESULTS
Light Transmission in a Healthy Adult Subject
From inspection of the CT image (slice #94), the maxillary sinus is generally clear (i.e., air filled) and presumed normal. The majority of detected photons have exited from the cheek area over the maxillary sinus. We have observed similar NIR patterns of illumination in the clinical NIR images of healthy, clear sinuses. The distribution of escaping photons in the cheek area is mainly symmetric; the brightest intensity is generally under the eyes and along the nose. There are a few intensity bright spots at locations in the image. For example, a few bright spots in the nasal area also correspond to small dark regions in the CT image. The nose and mouth are also air-filled cavities and do not strongly attenuate the light. However, there are also bright spots in the upper corners of the nose by the eyes. These spots may be evidence of sampling the ethmoid sinuses, which are network of small cavities between the eyes and nose. We also investigated the effects of changing the tissue optical properties (absorption and reduced scattering) in two different ways. First, we changed the bulk optical properties of the tissue constituents (e.g., bone). Second we spatially altered the optical properties of the tissue constituents according to distributions, rather than assume a single value for each tissue constituent. In both cases we varied the absorption and scattering of the tissue constituents by about 20%, but did not
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find that the relative spatial patterns of transmitted light were affected (not shown). The amount of light changed with changing attenuation, as expected, but the relative spatial patterns were not significantly affected. Figure 3 compares the NIR clinical image with a simulation using the CT scans for Patient #2. Note that a representative CT slice was presented in Figure 1 . The illumination pattern was similar to the case in Figure 2 for simulation and measurement. The simulation shows conclusively minimal light penetration in the right maxillary sinus and significantly lower opacity in the patient left sinus. 
Advanced Case of Sinusitis: Simulation and Comparison with Clinical Data
Mild Case of sinusitis:
Patient #3 was clinically diagnosed with a mild case of sinusitis. Figure 4 provides a CT image slice (left) compared to the NIR image (right). Inspection of the CT shows a slight mucosal thickening in both maxillary sinuses, with a smaller cavity volume on the right side (by about 30% smaller air volume determined from a 3D analysis). At first glance the NIR image is unremarkable. However, a quantitative analysis of the NIR illumination image of the two sinuses shows a small but detectible reduction in intensity on the right versus the left side. A natural question is to ask if the unequal intensity is product of the patient's anatomy or a product of variance in the measurement itself. Both sinuses are clear of fluid, though evidence of mucosal thickening is present. Compared to the previous patient, the sinus cavity is significantly less attenuating. The monte carlo simulation clearly demonstrates that the patient's anatomy on the right side is sufficiently perturbed to produce asymmetrical NIR illumination patterns. Figure 5 demonstrates the similarity between CT and NIR images (both experimental and simulated). The lower NIR signal on the patient's right sinus originates from a smaller air volume on that side. Given that sinus volume varies, it is not evident such a small change could be detected in absolute terms as it would be for CT imaging. We also observe that the light signal near the nose captured in the NIR image also appear in the simulation. The source configuration presented in Figure 2 was again used for both simulation and experiment. Panel A is the forward simulation for Patient #3 using the 3D CT images for the patient. Both sides demonstrate relatively low opacity, but the intensity is clearly lower (smaller spatial extent) on the right side as opposed to the left, in agreement with the NIR and CT images. Further, to demonstrate the sensitivity of the NIR imaging to mucosal thickening (or sinus volume), we augmented the CT images by increasing the mucosal thickening by another (estimated) 3 mm. Note that the intensity on the right side continues to decrease (Panel B). We also changed the position of the light sources (few mm grid shift) to see if this would create asymmetry in the normal case -we found that these small position changes do not create asymmetry between right and left sides with enough magnitude to alter the clinical diagnosis. However, we assert this may not be true for all clinical cases.
DISCUSSION
The general experimental character of our clinical measurements can be reproduced using Monte Carlo simulations. We have previously shown that low-cost consumer-grade equipment (LED light sources and cameras) offers sufficient sensitivity to qualitatively image sinus opacity in general agreement with CT imaging. [8] We have improved the application of diffuse optical imaging to the sinuses by upgrading to cameras with a larger imaging area and more pixels, implementing more compact and brighter LED light sources, improving optical coupling of light into the palate (via improved illuminator designs), and by using digital image processing with standardized imaging protocols. These advances have improved the quality of our data; however the limits of the technique have not been addressed, particularly related to the contrast originating from anatomic and physiologic variations manifested over a broad spectrum of the disease state. The general observation that the volume of air in the sinus is the main source of contrast in the NIR images was observed in the simulations.
Monte Carlo modeling of the light is a strong first step towards understanding the origins of contrast and limits of the diffuse optical imaging technique applied to the sinuses. In this preliminary modeling study, we demonstrated that clear sinus volume (e.g., air-filled) is a significant contributor to the character of the transillumination image. Detected intensity differences between right and left sides of the face largely depend upon the volume of clear sinus. The airfilled sinus dramatically reduces photon path length due to a lack of scattering. Compared with tissues, the air reduces attenuation because the void region also contributes little absorption. Reduced attenuation allows for a greater probability for the light to exit through the face, especially where the bone is thinnest near the eyes. Very few detected photons sample blocked sinuses (high opacity), especially if the sinus is filled with scattering debris that increase optical attenuation. Even relatively minor changes in the optical properties of the sinus cavity can be detected via transillumination; water-filled versus air filled, and modest mucosal thickening (which changes the sinus air volume) both attenuate light significantly enough to be distinguished from normal air-filled sinus conditions. We emphasize that these simulations do not prove that these states can be clinically resolved from each other, but rather that these states alter photon trajectories and intensities enough to be detected. Variations in optical properties did not reproduce the disease states observed in the clinical images. For example using a distribution of absorption and scattering values in the bone and soft tissues did not create significant asymmetry between right and left sides.
While promising, this study is subject to several limitations. We have assumed only the minimum number of tissue layers (soft vs hard) in the CT image segmentation. Soft tissues were lumped together (e.g., skin, fat, muscle) for simplification. Each of these tissue regions vary the in absorption, scattering, scattering anisotropy and index of refraction. Tissue regions were all considered homogeneous; clearly some variation in these optical properties is expected and these local variations may diminish sensitivity to more subtle stages of sinus disease and create "normal" asymmetry. We found that varying tissue optical properties (absorption and scattering) about 10-20% could not mimic the diseased state seen in our images. We did not consider patient motion/breathing effects as the measurements themselves typically are taken in < 1s. We did not consider the optics of light after exiting the tissue (e.g., effects of camera lenses, photon exit angle). We also did not consider the effects of anisotropic scattering. We only modeled a single wavelength, 850 nm, which was chosen clinically as a compromise between low tissue attenuation, camera detection sensitivity, and commercial availability. The case studies selected were not blinded.
Future work will expand to variations in the optical properties and anatomy to better assess the typical range of 'normal' values seen in healthy subjects. We plan to perform simulations using exact features extracted from CT images (sinus volume, bone thickness, distances) and compare them to the features of the NIR images. Through accumulation of multiple patient data, we will be able to optimize the Monte Carlo simulation parameters as well as relate the light attenuation to different anatomic and physiologic patient features. We also intend to extend this imaging and modeling concept into the pediatric sinuses; modeling for pediatric population is particularly important and challenging because CT imaging is less frequently prescribed in pediatric sinusitis cases and their sinuses are still going through anatomic changes through late teenage years.
CONCLUSIONS
Monte Carlo simulations of NIR light transport in the adult human head demonstrate that low-cost optical detection of sinus disease is clinically feasible. We observed that NIR forward simulations with Monte Carlo and 3D meshes generated via CT agreed favorably with clinical measurements in two representative case studies, one with an extreme maxillary sinus blockage and one with subtle mucosal thickening. The simulations may be used to study the effects of illumination and detection variables and guide the design of clinical technology.
